Current product composition and quality test methods for the paper and pulp industries are rooted in wet-bench chemistry techniques which cannot be used to distinguish between virgin and secondary fibers. We have recently demonstrated the application of an in situ and nondestructive assessment method based on dielectric spectroscopy (DS), which can address this deficiency in the testing of paper. The DS technique, which employs a resonant microwave cavity, could be applicable to quality assurance techniques such as gauge capability studies and real-time statistical process control (SPC), and may have inherent forensic capabilities. In this paper, we show how this DS technique can be used to distinguish between office copier paper products which may contain recycled fibers. We show a reasonable correlation between the dielectric characteristics (e.g., dielectric loss) and the atomistic level chemical changes that result from the paper recycling process.
Introduction
TAPPI Method T 401, "Fiber analysis of paper and paperboard", is the state-of-the-art method for characterizing the fiber types and their ratios in paper samples [1] . Unfortunately, this method does not provide for a means to determine the presence or amount of secondary (i.e., recycled) fiber in paper samples, as virgin and recycled fibers are indistinguishable to the human eye. Indirect techniques, such as the use of Simons' Stain, to examine the pore capillary structure of sheets and pulps by a size exclusion mechanism may suggest, but not definitively identify, the presence of secondary fiber in a test sample [2, 3] . To the best of our knowledge, currently, there are no reported scientific methods in the public domain for discerning between papers of virgin and secondary fiber content or for determining the amount or type of recycled fiber in paper products [4] . Currently, the paper and pulp industries rely on third-party auditing organizations, such as Green Seal (in the United States) and Der Blaue Engel (in Europe) to certify recycled fiber content of paper products through forensic accounting analysis of the purchases of recycled pulp by paper mills [5, 6] . Thus, there is a need for an analytical method for the identification and quantification of secondary fiber in paper. An analytical method with an accuracy of ±50% of the advertised secondary fiber content claim has been proposed. However, the method has not been widely adopted because its accuracy and reproducibility were too low [7, 8] .
Paper is a multiphase, multicomponent system consisting primarily of plant-derived cellulose fibers, which are embedded in a matrix comprising essentially of sizing agents, inorganic filler materials, colorants, optical brighteners, air, and water. Depending upon their species of origin and processing, the cellulose fibers will also be associated with varying amounts of water, natural extractives and carbohydrate derivatives such as lignins and hemicelluloses [9] . The water molecules are mostly adsorbed on the cellulose polymer via hydrogen bonding, which influences the level of cross-linking within the cellulose structure and the level of polarizability of the water molecules [3] . The hydrogen bonding of water to cellulose depends on the supramolecular structure of the cellulose, which is distinctly different in virgin and recycled paper products [10] . The dielectric characterization technique described in this article leverages the relaxation dynamics of dipoles and mobile charge carriers in response to the rapidly changing electric and magnetic fields of microwaves. This provides information on the fluctuations of dipoles and rotational reorientations within a matrix. Thus, the dielectric characteristics should be able to distinguish different molecular units of a polymeric system, such as cellulose, on the basis of their orientational dynamics [11] . The DS technique takes advantage of the changes in the net electrical characteristics of the paper product due to compositional changes with increasing post-consumer waste (PCW) recycled fiber content. The technique also provides additional information, such as information about the microstructure of the analyte, beyond what can be learned from other characterization techniques such as electron microscopy and thermal analysis techniques (e.g., dynamic mechanical analysis) [12, 13] .
In this article we discuss the dielectric properties of the analytes in terms of dielectric loss, which is an indication of how much heat is dissipated by a dielectric material when an electric field is applied across it; more conductive materials will have a higher dielectric loss value (ε") than less conductive materials. The dielectric characterization of the paper analytes was performed using a non-contact microwave cavity that operates at the resonant frequency of 7.435 GHz. At such a high frequency (i.e., time scale of about 0.5 ns), only the electronic polarization and relaxation of the water molecules contribute to the overall dielectric response. Relaxation processes associated with molecular dipoles and ionic impurities typically contribute in the MHz frequency range, and, thus, they do not contribute appreciably to the dielectric permittivity measurements at microwave frequencies. Previous work has demonstrated that the measurement uncertainty of our resonant cavity device is exceptionally small; the dielectric loss (ε") uncertainty is in the range of ± 5 × 10 −4 [14] [15] [16] . The low uncertainty of this measurement method and insensitivity to impurity effects in the frequency range in which we operate the instrument make the method highly suitable for detecting small changes in the dielectric loss arising from the compositional alterations in the recycled paper specimens. Figure 1 compares the dielectric loss of a range of office copier papers produced by a single USbased manufacturer, manufacturer B, as a function of the recycled fiber content in the samples [17] .
Results
The dielectric loss appears to increase with increasing secondary fiber content of the paper. The iterative cycles of cleaning and repulping of the reclaimed fibers change the physicochemical nature of the recycled paper product compared to a virgin fiber paper product. The heating steps during the recycling and papermaking processes render the cellulosic fibers to become more crystalline. This results in decreased hydrogen bonding between the surface carbohydrate macromolecules of neighboring fibers and also results in reduced water retention as fibrils become more compact. The processing reduces the hemicellulosic and lignin concentrations in the recycled papers as well [18] . The dielectric properties of paper, in the aggregate, can estimate the relative fractions of each component; the electrical properties of the paper sample are determined by the ratio of virgin to recycled fibers [12, 19] .
Consequently, the extrinsic properties of the recycled papers can be phonologically approximated as a fraction-weighted linear combination of the virgin and 100% recycled pulps, as shown in Figure 2 .
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Discussion
Advertised Brightness Figure 4 . Company-to-company variability in dielectric loss, a for various-percent PCW content in commercial white copier papers, due to manufacturing process and additives.
As a result of a US Federal Government mandate, white office copier paper with a minimum of 30% PCW recycled fiber is now one of the most ubiquitous grades of paper, with 30%, 50%, and 100% PCW recycled fiber content office paper products readily available [24] . However, there is a pressing need for a reliable, quantitative measure of the PCW recycled content in such paper as standard optical, physical, and chemical analyses have been unsuccessful at distinguishing between varying amounts of recycled fiber content in white office papers [4] . Elemental and isotopic analyses have also been unable to produce a correlation between fiber type among recycled and virgin white office papers [25] [26] [27] . The root cause of this metrology gap lies with the heterogenous chemistry of paper.
The adsorbed water in paper products is partitioned between the hydrogen-bonding capable constituents in the paper. This confined water has a lower dielectric constant than free water [13, 28] . It is this water that is probed by dielectric spectroscopy in order to understand the physicochemical differences between virgin fibers, recycled fibers, and mixtures of the two per effective medium theory [12] . For example, previous work has shown that below 10% moisture content, the dielectric loss measured in paper is attributable to the dipolar mechanism of water bound to cellulose [29] . Other constituents, such as fillers, colorants, sizing agents, etc., can also affect the partitioning of bound water [13] .
Virgin office copier papers are typically manufactured from an 80:20 mix of bleached hardwood Kraft pulp to bleached softwood Kraft pulp [4] . The bleached Kraft pulping process reduces the concentration of extractives associated with the cellulose fibers, including nearly all the lignin content and significant amounts of hemicellulose associated with the cellulose polymer; these trends are magnified with subsequent recycles [18] . The physical and dielectric properties of paper containing recycled fibers will vary substantially, within a sheet and from sheet to sheet, because of the additional processing involved (i.e., deinking and repulping of office waste papers) as compared to virgin fibers. The recycling process changes the physicochemical properties of the recycled pulp, with the greatest impact coming from the deinking and drying processes [30, 31] . The drying step changes the crystalline nature and reduces the hydrogen bonding capacity of the cellulosic fibers. The presence of toner particles and other contaminants, like multivalent cations, in the recycled pulp further influences the hydrogen bonding behavior of the cellulose fibers and consequently the dielectric loss profile of the end products [31] .
Materials and Methods

Sample Preparation
Commercially available white office copier papers of varying advertised brightness and PCW recycled content from five separate manufacturers (identified as manufacturer A through E in this article) were studied. To accommodate the dimensions of our resonant cavity apparatus, analyte samples were in the form of paper strips of width 0.5 cm and roughly to 8 cm in length were cut from 21.6 by 27.9 cm (i.e., 8-1/2" by 11") sheets with a rotary cutter. Strip angles were measured using a student's protractor with the basis of the machine direction set to 90 • , while the cross direction was set to 0 • . The samples were dried at about 115 • C under nitrogen and were stored between glass microscope slides in a nitrogen-filled dry box. Moisture content at ambient conditions was assumed to be 5%, as mass-produced papers are manufactured for a target moisture content of 5% for optimal runnability and printability. The thickness of the paper specimen was determined through an average of ten caliper measurements and was typically 100 µm. A minimum of 5 replicates per sample were measured at the 60 • orientation.
Dielectric Loss Measurement
The complex relative permittivity r of the paper analytes is the sum of real and imaginary parts ( r = r − j r ) and was measured at a frequency of 7.435 GHz using a non-contact cavity perturbation method. This method of precise dielectric measurement is nondestructive and is experimentally simple to implement since it does not require any electrical contacts that could influenced by water adsorption.
For a small specimen inside a rectangular cavity operating in the TE 10 mode, the classical perturbation equation can be simplified to linear equations [14] [15] [16] :
where x, y and y" are defined by the following relations:
Here, f 0 is the resonant frequency of the empty cavity, f s is the resonant frequency with the specimen present, V 0 is the volume of the cavity, vs. is the volume of the specimen (V 0 >> V s ). Q 0 is the resonance quality factor of the empty cavity and Q s is the resonance quality factor of the cavity loaded with the specimen. The resonance quality factor is obtained from the resonant peak according to the conventional half power bandwidth formula as Q s = f s /wf s . where wf s is the bandwidth of the resonant peak. The real permittivity ε r and the dielectric loss ε r " can be determined from the slope of Equations (1a) and (1b) respectively, where intercepts are the constants, b and b". Our cavity test fixture employs a WR90 waveguide, operating in the microwave frequency range of 6.7 GHz to 13 GHz. The fixture is connected to a network analyzer (Agilent N5225A) with semi-rigid coaxial cables and near cross-polarized coaxial to WR90 coupling adapters. The network analyzer measures the transmission scattering parameter S 21 . The resonant frequency, f s , and the half power bandwidth, wf s , are determined for the TE 103 resonant mode.
In these measurements, the cavity with V 0 = 29.49672 cm 3 , was operated at the resonant frequency of 7.4355 GHz, which corresponds to the TE 103 resonant mode. The specimen is inserted into the cavity through a slot in the center of the cavity, where the TE 103 electric field attains a maximum value. The specimen insertion and the corresponding volume of the material in the cavity (V s ) are controlled by a stage. During the measurements, the specimen is partially inserted in small steps, ∆V s , while the magnitude of the scattering parameter, S 21 , is recorded. The measured frequency span is typically 2wf s , recorded with a resolution of ± 50 kHz. The dynamic range of the noise level in the |S 21 | magnitude is typically below −65 dB. The dielectric constant, ε r , is determined with the combined uncertainty of ± 2 × 10 −3 and in the dielectric loss, ε r ", the combined uncertainty is within ± 5 × 10 −4 . The measurement data for Equation 1b are shown in Figure 5 , where the slope of the plots equals to ε r ". From the slope of the plots in Figure 5 we find ε r " ± 1 × 10 −3 .
Here, f0 is the resonant frequency of the empty cavity, fs is the resonant frequency with the specimen present, V0 is the volume of the cavity, vs. is the volume of the specimen (V0 >> Vs). Q0 is the resonance quality factor of the empty cavity and Qs is the resonance quality factor of the cavity loaded with the specimen. The resonance quality factor is obtained from the resonant peak according to the conventional half power bandwidth formula as Qs = fs/wfs. where wfs is the bandwidth of the resonant peak. The real permittivity r' and the dielectric loss r" can be determined from the slope of equations (1a) and (1b) respectively, where intercepts are the constants, b' and b". Our cavity test fixture employs a WR90 waveguide, operating in the microwave frequency range of 6.7 GHz to 13 GHz. The fixture is connected to a network analyzer (Agilent N5225A) with semi-rigid coaxial cables and near cross-polarized coaxial to WR90 coupling adapters. The network analyzer measures the transmission scattering parameter S21. The resonant frequency, fs, and the half power bandwidth, wfs, are determined for the TE103 resonant mode.
In these measurements, the cavity with V0 = 29.49672 cm 3 , was operated at the resonant frequency of 7.4355 GHz, which corresponds to the TE103 resonant mode. The specimen is inserted into the cavity through a slot in the center of the cavity, where the TE103 electric field attains a maximum value. The specimen insertion and the corresponding volume of the material in the cavity (Vs) are controlled by a stage. During the measurements, the specimen is partially inserted in small steps, ΔVs, while the magnitude of the scattering parameter, S21, is recorded. The measured frequency span is typically 2wfs, recorded with a resolution of ± 50 kHz. The dynamic range of the noise level in the |S21| magnitude is typically below -65 dB. The dielectric constant, r', is determined with the combined uncertainty of ± 2 × 10 −3 and in the dielectric loss, r", the combined uncertainty is within ± 5 × 10 −4 . The measurement data for Equation 1b are shown in Figure 5 , where the slope of the plots equals to r". From the slope of the plots in Figure 5 we find r" ± 1 × 10 −3 . 
Conclusions
We successfully applied resonant cavity dielectric spectroscopy to discriminate between the amount of post-consumer waste (PCW) recycled fiber across various manufacturers of office copier papers. In agreement with the literature, the dielectric loss increased with the increased recrystallization of the cellulosic fibers as a result of the recycling process in the paper samples studied. The dielectric behavior is influenced by manufacturing additives such as optical brighteners and also contaminants, like toner particles and multivalent cations. There is the potential to utilize this technique to evaluate the suitability of recycled pulps in the manufacture of food-grade paper products, which almost exclusively rely on virgin pulps out of an abundance of caution to avoid potential contamination, and recycled tissue grades. Further work is necessary to fully resolve all the contributions to the dielectric loss, such as those from recycled fiber contaminants and papermaking additives, to make the technique more manufacturing-friendly. 
